**Thermodynamic evaluation of electrical responses to odorant in olfactory sensory neurons**

Samantha Hagerty, Melissa Singletary, Oleg Pustovyy, Ludmila Globa, Edward E. Morrison, Iryna Sorokulova, and Vitaly Vodyanoy*

College of Veterinary Medicine, Auburn University, Auburn AL 36849
*Corresponding author
vodyavi@auburn.edu

**Olfactometer**

The diagram of the olfactometer is shown in Figure S1. The olfactometer is controlled by the Warner VT-8 software that programmed to generate the experimental sequence of odorant flow and exhausting.

The computer (PC) sends a signal to the the Pneumatic PicoPump PV800 (World Precision Instruments) to open one of six Oxygen Clean 2-way normally closed electronic valves (EV1) installed in the 6-port Oxygen Clean Manifold (Clippard Instrument Laboratory, Manifold 1) (Figure S2). When the electronic manifold valve is open, the corresponding LED control light is on, and air enters from the Air Tank into the Miniature Clippard Air Flow Control Valve (Valve 1), then through the W.A. Hammond Drierite Laboratory Gas Drying Unit (Filter1) the air goes through the open Manifold 1 electronic valve (EV), the first Clippard Unidirectional Valve (VU1), the head space of 100mL bottle (Bottles), the second Clippard Unidirectional Valve (VU2), then following through the corresponding normally open channel of the Clippard Manifold 2 (Figure S2) it streams via the second Miniature Clippard Air Flow Control Valve (Valve 2) to the Clippard Pressure Regulator (PR), DT-8890CEM Ruby-electronics Digital Differential Air Vapor Pressure Meter Gauge Manometer (Manometer), and finally the air with odorant exits the olfactometer and enters OE chamber via a glass nozzle.

At the end of activation time the Pneumatic PicoPump PV800 closes the electronic valve in the Manifold 1 and simultaneously opens the Oxygen Clean 2-way normally closed electronic valve (EV) and the Negative Air Pressure source (VP) in the applicator exhaust path. The air with odorant is cleared the nozzle, Valve 2, the open channel of Manifold 2, valve EV, and W.A. Hammond Carbon Filter (Filter 2). After the end of the exhaust time the valve EV and the the Negative Air Pressure source are shut off and the system rests 20 s before a new activation begins. The olfactometer is synchronized with p-clamp system. Fifty ml glass bottles were used for generation of odorants in the bottle headspaces (Figure S2. Two holes are drilled in the screw-on caps of these bottles to accommodate two Clippard Unidirectional Valves for incoming air and out coming air/odorant/particles.

![Figure S1. Schematic diagram of olfactometer.](image-url)
**Figure S2. Olfactometer.** 1. Glass bottles with odorant solution. The odorant vapor of head space of the bottles is used for activation of EOG. 2. Manifold 1 with electrically controlled valves. 3. Manifold 2 with valves. 4. Manually controlled switches of the valves. 5. Computer keyboard.

**EOG measurement system**

**Figure S3.** Set up for measurement EOG in isolated olfactory epithelium (OE). a. General overview of the set up. 1-thermostat with perfusion chamber. 2-Ground Faraday box. 3-vibration isolation table. 4-Video screen. 5-perfusion pump. b. Close up of the thermostat, perfusion chamber, and electrodes. 1-EOG class electrode and holder. 2-Reference electrode port and Ag/AgCl electrode. 3-Glass nozzle for delivery of odorant. 4. Heating leads. 5-perfusion chamber with cover. 6-Light. 7-Video camera. 8-Micromanipulator. 9-Tube with negative air pressure for removing odorant. 10-Thermostat. 11-Incoming perfusion tube. 12 Thermistor. Feedback thermistor. c-Perfusion chamber. 1-PeRfused cavity for position of OE. 2-Reference electrode port. d-Cross-section of thermostat. 1-Ice compartment. 2-perfusion chamber.
The EOG measurement arrangement that includes perfusion chamber (b, 5) electrodes (b, 1, 2), thermostat (a,1), and optics (b 6, 7) are covered with a Faraday box (a,2) and positioned onto an antivibration platform (a, 3). The perfusion chamber is filled with a buffer solution by the perfusion pump (a, 5) through the incoming tube (b, 11), and fragment of OE is positioned in the perfusion cavity of the perfusion chamber (c, 1). The class patch clamp electrode (b, 1) is connected to OE and sends electrical signal the patch-clamp (not shown). The reference electrode closes the electric circuit and comes into the reference electrode port (b; 2; c, 2). The tip of the patch-clamp electrode is observed through the video camera (b, 7) and the video-screen (a, 4). The temperature is maintained by the thermostat (a, 1). The temperature of the OE is measured by the thermistor (b, 12) and the feedback thermistor b,13) connected to the temperature controller (not shown). The above the room temperature heat is provided the temperature controller through the leads (b, 4) and the lower temperature obtained from ice in the ice compartment of the thermostat (d, 1).

Odorants

The odorant used in the experiment was a mixture of ethyl butyrate, eugenol, and (+) and (−) carvone in water at a concentration of 1.6 mM. Because the water/air partition coefficient for all odorants we used in our experiments is very low (~10⁻⁴), the concentration of the odorants in the head space is in ~ 100 nM range. For example, the concentration of Eugenol in head space can be estimated using Amoore-Buttery equation for the water/air partition coefficient, $K_{aw}$, from value of vapor pressure, solubility in water and molecular weight ([1]):

$$K_{aw} = \frac{((55.5/S-0.0555)xM+1)xPx0.97x10^{-6}}{P}$$

where $P$ is vapor pressure in mm Hg, $S$ is solubility in water in g/L of the pure odorant at 25 °C and $M$ is its molecular weight. For Eugenol we have $P=0.0226$ mm Hg; $S=2.47$ g/L; $M=164.2$ g/mol. According to the Amoore-Buttery equation, $K_{aw}$=8.08×10⁻⁵. This value of $K_{aw}$ for Eugenol agrees well with that obtain experimentally [2]. Thus, the concentration of Eugenol in head space =8.08×10⁻⁵×0.016×10⁻³ M=1.3×10⁻⁷ M=130 nM

Single transduction in the initial events of olfaction

Olfaction in most mammals begins with the act of sniffing [3] which transports odorant molecules into the nose and delivers them to the mucus layer covering the olfactory epithelium. OSNs have hair-like cellular structures protruding apically, called olfactory cilia. These cilia harbor the sensory apparatus, including the OR proteins, heterotrimeric G-proteins, and downstream second messenger components involved in the GPCR cascade. The cilia are where olfactory transduction occurs. [4]. The binding of an odorant molecule to an odorant receptor [5, 6] on a cilium induces a conformational change of the receptor, causing the activation of an interacting G-protein. In turn, the G-protein alpha subunit stimulates the enzymatic activity of an adenylyl cyclase (AC) generating an increase in the cytoplasmic concentration of cyclic AMP (cAMP) [7, 8]. Cyclic nucleotide-gated channels (CNGC) located in the ciliary membrane are directly activated by cAMP, causing a depolarizing influx of Na⁺ and Ca²⁺ -ions [9]. The intracellular increase of Ca²⁺ concentration directly gates Ca-activated Cl channels. The opening of Ca-activated Cl channels causes an efflux of Cl⁻ ions from the cilia, corresponding to an inward current that further contributes to the depolarization of OSNs [10, 11]. Several Ca-dependent feedback mechanisms may contribute to deactivation. The cilia contain a phosphodiesterase that, after being activated by the complex Ca²⁺-Calmodulin (CaCaM), hydrolyzes cAMP [12]. However, the role of the phosphodiesterase in the fast adaptation is questioned [13]. The complex CaCaM and possibly other Ca-binding proteins decrease the sensitivity of the CNG channel to cAMP [14, 15, 16]. The activation of CaCaM-dependent protein kinase II (CaMK) inhibits AC activity [17]. Finally, the intracellular Ca²⁺ concentration is reduced by Ca-extrusion through a Na⁺/Ca²⁺ exchanger [18]. The combined ion currents shift the olfactory neuronal membrane potential to the above threshold level when it triggers an action potential in the ORN axon that projects directly to OB and communicates with the synaptic connection of mitral and other cells in the glomerulus [19]. From the olfactory bulb, the information is further sent to the higher brain regions for
recognition of the signal. Finally, the odorant is cleared from mucus, and the process begins again [20].

**Example calculations of thermodynamic parameters of EOG processes using Arrhenius-Eyring equations.**

The energy of activation $E_a$ can be calculated directly from Eq. (5) using the value of the Arrhenius slope (-1.84±0.18)

$$E_a = -2.3R(slope \times 10^3) = -2.3 \times 1.98(-1.84 \times 10^3) = 8379 \text{ cal/mol}$$

$$E_a = 8.4\pm0.8 \text{ kcal/mol}$$

The entropy change, $\Delta S$, at 25 °C, can be obtained from the value of the Arrhenius plot intercept (6.47±0.62) by using Eq. (12).

$$\Delta S = 2.3R[\log A - \log(k_0) - \log(eT)] = 2.3 \times 1.98(6.47 - 10.32 - 2.91) = -30.8\pm2.0 \text{ cal/K}\cdot\text{mol}^{-1}$$

The enthalpy, $\Delta H$, at 25 °C is calculated by Eq. (10)

$$\Delta H = E_a-RT = 8379-590 = 7789 \text{ cal/mol}$$

$$\Delta H = 7.8\pm0.7 \text{ kcal/mol}$$

The energy contribution due to the entropy change at 25 °C is equal to

$$T \Delta S = 298(-30.78) = -9172 \text{ cal/mol}$$

$$T \Delta S = -9.2\pm0.8 \text{ kcal/mol}$$

The Gibbs free energy change, $\Delta G$, is calculated by Eq. (8):

$$\Delta G = \Delta H - T \Delta S = 7789 + 9172 = 17962 \text{ cal/mol}$$

$$\Delta G = 16.9\pm1.2 \text{ kcal/mol}$$

**Example calculations of thermodynamic parameters of EOG processes using cumulative frequency distributions of EOG rate constant at two temperatures from the experimental results.**

Using Eq. (13) we can calculate the activation energy, $E_a$

$$E_a = \log(1.8/1.3)\times(2.3\times293.4\times298.4)/5 = 6078 \text{ cal/mol}$$

$$E_a = 6.1\pm0.2 \text{ kcal/mol}$$

From Eq. (14) we have:

$$\log A_1 = \log 1.3 + 6078/2.3\times1.98\times293.4 = 4.7$$

$$\log A_2 = \log 1.8 + 6078/2.3\times1.98\times298.4 = 4.7$$

From Eq. (15) we have

$$\Delta S = 2.3\times1.98(4.7 - 13.23) = -38.8\pm3.0 \text{ cal/K}\cdot\text{mol}^{-1} \text{ (at } T=24 \text{ °C)}$$

$$T \Delta S = 298\times(-38.8) = -11562 \text{ cal/mol}$$

$$T \Delta S = -11.6\pm0.8 \text{ kcal/mol}$$

According to Eq. (16)

$$\Delta H = 6078-590 = 5488 \text{ cal/mol}$$

$$\Delta H = 5.5\pm0.4 \text{ kcal/mol}$$

From Eq. (8) we have

$$\Delta G = 5488 + 11562 = 17050 \text{ cal/mol}$$

$$\Delta G = 17.1\pm1.1 \text{ kcal/mol}$$
References


